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CERTIFICATE OF CALIBRATION

This Certificate certifies that the items listed below have been tested, manufactured, calibrated and/or inspected in accordance with TREND
Networks Ltd. procedures. These procedures are ISO 9001:2015 controlled and are designed to assure that the instrument will meet its published
specification.

Inspections and/or tests and Calibration have been performed, as applicable at or on behalf of

TREND Networks Ltd
TREND Networks House
728 London Road, High Wycombe
Buckinghamshire, HP11 1HE, United Kingdom

Calibration compliance is achieved by comparison to a calibrated standard, using an Automated Test Equipment (ATE) Station, in accordance
with TREND LanTEK® System Factory Calibration Procedure 160626/160609 on file at the above address. Procedure 160637 details the method
of calibration showing traceability of calibration of the ATE witha Network Analyser with calibration certificates documenting traceability to the
National Physical Laboratory (NPL) and or National Institute of Standards and Technology (NIST).

Reference No: 58959
Customer Name: 2Partners Sp.z 0.0
Model No: " LanTEK HlI - 500MHz
Display Handset Serial Number 1950001
Remote Handset Serial Number 1950002
: e i ‘ : ¢
Equipment used for Calibration: LanTEK ATE Calibration station (Serial No: 09)
Date of Calibration: 08 January 2026
Recommended Next Calibration: 08 February 2027
Environmental Conditions Temperature: 23°C £ 2°C
No of Pages 2
Calibrated by: Paul Childs - TREND GmbH
TREND Networks GmbH
Gutenbergstrale 10 gt
D-85737 Ismaning /
Tel: +49-(0)89-99686-0 v x(/""w i
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